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Introduction
The determination of trace and ultra-trace elements in wine is of great importance. On one hand, it allows detection of toxic elements and forms part of product quality control. On the other hand, elemental analysis of wine is also deployed in the context of provenance determination and the related detection of fraud or adulteration [1] .
Several techniques have already been employed for characterizing the elemental composition of wine [2, 3] . Nowadays, especially inductively coupled plasma -mass spectrometry (ICP-MS) is widely used owing to its low limits of detection (LoDs of ng L -1 level), wide linear dynamic range, multi-element capabilities and its capability of providing isotopic information [4] . However, the analysis of wine by ICP-MS is not straightforward due to the effects caused by the wine matrix [5] . Several strategies have already been employed to address spectral and non-spectral interferences caused by the wine matrix: appropriate sample pre-treatment [6] , targeted optimization of the operating conditions, e.g. use of cool plasma conditions, optimizing the nebulizer gas flow rate) [7, 8] , the use of aerosol desolvation [8, 9] or electrothermal vaporization [10] , the use of mathematical equations for interference correction [11] or the use of an ICP-MS instrument equipped with a sector field mass spectrometer operating at higher mass resolution [12, 13] .
An alternative approach to deal with spectral interferences is the use of collision/reaction cell technology (CCT). This technology has been reviewed in depth by Tanner et al., [14] and is based on the use of a gas-filled multipole (i.e. quadrupole, hexapole or octopole) assembly located in front of the mass analyzer to remove spectral interferences. This strategy includes electron transfer to neutralize interfering ion species, selective gas phase ion/molecule reactions to convert either the analyte or the interfering ion into a reaction product ion characterized by a different mass and the combination of collision with non-reactive gas particles to slow polyatomic ions sufficiently down to realize their subsequent removal via kinetic energy discrimination.
Although this technology has been available for more than 10 years, the use of CCT for elemental analysis of wine has been scarce until recently [15] [16] [17] . The common strategy is based on the use of different sets of conditions for determining spectrally interfered and non-interfered elements, respectively. The spectrally interfered elements in wine are usually determined with the aid of CCT, whereas non-interfered elements are measured conventionally (i.e. with a vented collision/reaction cell) in a separate run, thus assuring the best LoDs for all analytes. Vinkoviü Vrþek et al., [15] employed three different sets of conditions for the determination of 24 elements in wine. The CCT was pressurized with He to determine V, Cr, Mn, Fe, Co, Ga and As, whereas H 2 was used as a cell gas for K, Ca and Se determination. Remaining elements (i.e. Na, Mg, Al, Ca, Ni, Cu, Zn, Sr, Mo, Cd, In, Sn, Ba, Tl and Pb) were measured using the conventional mode. A similar approach was employed by Di Paola-Naranjo et al., [16] but they used a single gas mixture (i.e. He + H 2 ) to access all interfered nuclides. Although these approaches are completely valid, they are more time-consuming since the multi-element capabilities of ICP-MS are not fully exploited.
Several authors have demonstrated that CCT operating conditions could be successfully optimized to obtain sufficient detection capability for both spectrally interfered and noninterfered isotopes at the same time for aqueous and acid-digested samples [18] [19] [20] [21] .
Recently, this approach has also been explored for multi-element wine analysis [17] . CCT using a He cell gas flow rate of 4.3 mL min -1 . Nonetheless, a higher He gas flow rate (10 mL min -1 ) was needed to determine the interfered nuclides 75 As and 78 Se. No detailed information was provided on how detection capability for various nuclides was affected by the CCT operating conditions and, hence, the need of using different sets of conditions to determine the selected analytes in wine was not demonstrated. Finally, it is also worth to mention that contradictory conclusions as to the optimum ICP-MS conditions for the determination of some elements can be found in the literature. For instance, determination of Mn, Ni, Zn, Sr, Mo, Cd, Ba and Pb has been carried out using either conventional ICP-MS [15] or CCT-ICP-MS [16, 17] .
The goal of this work was to evaluate the multi-element capabilities of CCT-ICP-MS for simultaneous determination of both spectrally interfered and non-interfered nuclides in wine samples using a single set of experimental conditions. To this end, the influence of the type of cell gas (i.e. He, He + H 2 , He + NH 3 ) and the flow rate on the background-equivalent concentration (BEC) was studied for several interfered and noninterfered nuclides, covering the mass range from 7 to 238 u, both after aqueous dilution of the wine sample and after acid digestion. Subsequently, the methodology selected ) gas mixtures (Air Liquide, Belgium) were used as collision/reaction cell gases.
ICP-MS instrumentation
A quadrupole-based Xseries2 ICP-MS instrument (Thermo Scientific, Germany) equipped with Ni cones and a hexapole collision/reaction cell was employed throughout this work. This instrument was operated both with a vented and with a pressurized cell.
In the following paragraphs, the use of a vented cell and a pressurized cell will be noted as non-CCT and CCT, respectively. 
Synthetic wine matrix solutions
The study of the multi-element capabilities of CCT-ICP-MS for elemental analysis of wine was carried out using three different synthetic wine matrix solutions: (i) 2.5% v v mL (thus corresponding to 10-fold sample dilution) [8] . The solutions contained 100 μg L -1 of each of the elements composing the multi-element standard solution described in section 2.1.
Wine samples
Three These samples were chosen for a proof-of-concept study as they cover a range of matrix characteristics and origins. Samples were acquired at a local supermarket. The ethanol content of the wines ranged between 11 and 13% v v -1 . The wine samples were analyzed after 5-fold dilution with Mili-Q water.
Calibration
The analysis of wine samples was based on external calibration using matrix-matched standard solutions and internal standardization to correct for matrix effects and signal drift. Scandium, Rh, Te and Re were tested as internal standards. The concentration of each internal standard was 100 μg L -1 . Figure 1 shows the influence of the cell gas (He + H 2 mixture) flow rate on the background equivalent concentration (BEC) for some selected interfered nuclides and organic compounds) [23] . As shown in Figure 1 up to the maximum gas flow rate of 8 mL min -1 used in our experiments. The effect of the cell gas flow on the corresponding background and net analyte signals is presented in Figure S1a and S1b, respectively (see Appendix). Irrespective of the m/z considered, the background intensity is reduced when increasing the cell gas flow rate. This is caused by: (i) ion scattering, (ii) reaction with the cell gas (e.g. Ar + with H 2 ) and/or (iii) the use of a decelerating potential barrier [14] . Analyte ions are also affected by scattering, but they are less influenced than polyatomic ions due to their smaller size. In addition, at relatively low cell pressure, the cell gas has a beneficial effect on the analyte ion transmission efficiency as a result of collisional focusing [14] .
Results and discussion

CCT optimization for wine analysis
From the results shown in Figure 1 , it is clear that the selection of one cell gas flow rate with minimum BECs for all interfered nuclides is not possible and thus, compromise conditions need to be used. A detailed inspection of the results obtained at 4 and 8 mL min -1 reveals that the use of 8 mL min -1 cell gas flow rate must be discarded due to its negative impact on the sensitivity for most of the nuclides studied. Thus, for instance, when increasing the cell gas flow rate from 4 to 8 mL min - , etc.), the effect of using CCT on background and analyte signal was similar and thus, no significant change in the BEC was observed.
The results depicted in Figure 2 reveal that the use of He + NH 3 mixture as cell gas provides more nuclides with BEC rel > 1. 
Influence of the matrix composition
Different protocols for digestion or dilution aiming to mitigate non-spectral interferences are reported as sample pre-treatment in the literature [3] . In this work, in addition to the synthetic 10-fold diluted wine matrix containing 1.2% v v -1 ethanol, alternative matrix solutions have been employed to check the influence of the sample preparation methodology on CCT multi-element capabilities. To this end, a synthetic 5-fold diluted wine solution in 2.5% v v -1 ethanol and a synthetic digested wine solution in 7% w w -1 nitric acid (see Section 2.3) were tested. Figure 3 shows BEC rel values for all nuclides obtained with these matrices and using the He + H 2 cell gas mixture (4 mL min -1 ). The results were, generally speaking, similar to those found for the synthetic 10-fold diluted wine solution containing 1.2% v v -1 ethanol (Figure 2 ).
Limits of detection (LoDs)
From the results shown in Figure 1 and Figure 2 , it is clear that BEC values obtained with CCT do not significantly depend on the matrix composition (i.e. dilution or digestion). Nonetheless, to select the most suitable sample preparation methodology for wine analysis with CCT, the LoDs for each element have been calculated and compared with the typical element concentration in this type of samples. (Table 2 ) and non-CCT (Table S1 , Appendix) conditions for non-interfered nuclides, with the exception of the light elements Li and Be. The LoDs for these elements were 100-fold higher under CCT than under non-CCT conditions.
Differences between CCT and non-CCT LoDs for Li and Be were already reported earlier for deionized water and diluted acid solutions, but they were less substantial (factor of 3-10) [18, 19] .
LoDs for simultaneous multi-element analysis of wine by CCT-ICP-MS have not been previously reported in the literature. Nonetheless, the LoDs for non-interfered nuclides in the synthetic 10-fold diluted wine matrix solution are of the same order of magnitude as those previously published for some of the elements using conventional ICP-MS (i.e.
non-CCT) [11, [25] [26] [27] . The LoDs listed in Table 2 are below the concentration levels usually found for these elements in wines, with the exception of Li and Be [3, 28] . The
Li concentration levels in wine are usually above 10 μg L -1 , whereas Be concentrations do not exceed 5 μg L -1 . Among the different sample matrices studied the synthetic 5-fold diluted wine matrix provides the lowest LoDs for Li (6-7 μg L -1 ) and, therefore, this element can be measured simultaneously with the other elements using a single set of experimental conditions. Unfortunately, this approach is not successful for Be (LoD:
20 μg L -1 ). The use of lower dilution factors (i.e. higher ethanol content or higher acid concentrations) to further improve the LoDs for these elements was not explored to avoid enhancement of non-spectral interferences (i.e. signal suppression) and maintain long-term instrument performance. From these results, and taking into account sample preparation simplicity, 5-fold aqueous dilution of wine (i.e. 2.5% v v -1 ethanol remaining) seems the best sample pre-treatment approach for wine analysis with CCT-ICP-MS.
Analysis of the wine samples
Different wine samples were analyzed using the selected compromise CCT conditions closeness [29] . Relative standard deviations (RSD) were checked for 2.5% v v -1 ethanol solutions containing different analyte concentrations (see Table S2 , Appendix). In general, for analyte concentrations above 1 μg L -1 , RSD values were less than 3%. For analytes with a concentrations below 0.05 μg L -1 the precision was deteriorated (5-7%).
A recovery test was performed to evaluate method accuracy because no certified wine material is available for validating the multi-element analysis of wine samples. To this end, and taking into account the concentrations usually found in wine for each analyte, 5-fold diluted samples were spiked at different concentration levels (0.1, 10, 100 and 500 μg L -1 ) with a multi-element standard solution (see par 2.1. Table S2 , Appendix). Table 3 shows the results of the elemental analysis of different wine samples with CCT-ICP-MS. In general terms, the concentration levels for trace and ultra-trace levels found in these wine samples are similar to those reported previously in the literature [8, 22, 30] .
Beryllium, Ag, Os and Ir were not detected in the wine samples whereas Li, Ru, Pd, In, Pt, Bi and Tl were only detected in some wines. Isotope selection did not have any influence on the analytical results, with the exception of Ga and Se. Gallium concentrations based on 69 Ga + monitoring were between 47 and 100-fold times higher than those obtained using the 71 Ga + isotope, suggesting the occurrence of some kind of a non-mitigated spectral interference with the CCT at m/z 69. This interference may be related to 138 Ba 2+ due to the relatively high levels of Ba (i.e. |100 μg L -1 ) in wine compared to Ga [11] . To check this hypothesis, the 69 Ga + signal was monitored for a For comparison purposes, the wine samples were also analyzed without the assistance of the CCT, see LoDs for the other Se isotopes do not allow analyte quantification.
Conclusions
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